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ID Text TimeStamp User Import Date 
Time

Import User

Create Session:Test H2O2 sterilizer for SKY transmission(ID:50)
SKY Template: SKY SG
Access Point Serial Number: 106810(USB)
Sample Rate:1
Transmission Rate:5-Process:'H2O2'-Operator:'Stéphane 
Guillaud'

02/10/2012 
10:56:51

SG

Start Logger(s) in Session(ID:50)
[Logger SN:31796 Sensor SN:26782]

02/10/2012 
10:57:28

SG

SKY Session Started for Session ID: 50
Settings:
Template Name: SKY SG
Com Type: USB
Access Point Serial: 106810
Channel: 18
Radio Module Address: 4660
Stop Mode: Off

02/10/2012 
10:57:35

SG

Read Logger(s) in Session(ID:50)
[Logger SN:31796 Sensor SN:26782]

02/10/2012 
12:15:50

SG

Add to Session(ID:50)-Time Marker(Name:Début du plateau) 02/10/2012 
12:16:58

SG

Add to Session(ID:50)-Time Marker(Name:Fin de plateau) 02/10/2012 
12:17:12

SG

Add to Session(ID:50)-Limit Report(Name:Report 1) 02/10/2012 
12:19:47

SG

Add to Session(ID:50)-Comment(Name:Test) 02/10/2012 
12:23:06

SG

Print Preview Session(ID:50) 02/10/2012 
12:25:16

SG
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Operator: Stéphane Guillaud Vessel:

Session Start:
Session Stop:

Process:

Session Name:

Session Text:

H2O2
02-10-2012 10:57:26
02-10-2012 12:15:03
\\ellab09\Home\jer\Ellab\Datafiler\ValSuite data\Applications\H2O2 sterilization TSP 
SKY.d7x

Product:
Time Zone: UTC offset 02:00:00

Operator: Validation Manager Vessel:

Session Start:
Session Stop:

Process:

Session Name:
Session Text:

Validation
22-11-2013 09:24:08
22-11-2013 09:24:30
H2O2 Validation

Product:
Time Zone:

H2O2 Sterilizer
Pharma Medical
UTC offset 01:00:00

SAMPLE




