
Unit Configuration
Name ID

Name: Opr.G Validering
Description: Vesta Autokl. m. 2Hylder
Type: Autokl. Validering

Sensor Setup
Position: Sensor S/N: Label: Position Name: Position Description: Sensor Alias: Sensor 

group:
Sample 
Rate:

1 22549-1 1 1 1 00:00:01
2 22561-1 2 2 2 00:00:01
3 22556-1 3 3 3 00:00:01
4 22558-1 4 4 4 00:00:01
5 22555-1 5 5 5 00:00:01
6 22550-1 6 6 6 00:00:01
7 22562-1 7 Afløb Gennem Bundrist 00:00:01
8 10527-1 8 Tryklogger Midt midt 00:00:01
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Operator: Validation Team Vessel:

Session Start:
Session Stop:

Process:

Session Name:

Session Text:

Utensils Test
03-04-2008 12:39:02
03-04-2008 14:18:47
C:\Users\jer\AppData\Local\Microsoft\Windows\Temporary Internet Files\Content.Outlook
\J4Q7YQLA\Pharma Medical steam sterilization 134 C.d7x
Prog. 1: 134 °C / 8 min. / pulse vacuum drying

Product:
Time Zone:

No. 10001
Steam Autoclave
UTC offset 01:00:00

Operator: Validation Manager Vessel:

Session Start:
Session Stop:

Process:

Session Name:
Session Text:

Validation
26-11-2013 12:52:20
26-11-2013 12:52:20
Sterilization Validation

Product:
Time Zone:

Sterilizer
Pharma Medical
UTC offset 01:00:00
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